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QUARTERLY  PROGRESS  REPORT 
Contract  AF  33(6S7)-9014 
1  October  1962  -  31  December  1962 


I.  INTRbDUCTION 

This  is  Part  2  of  the  second  Quarterly  Progress  Report 
submitted  in  partial  fulfillment  of  the  requirements  of  Contract 
AF  33 (6T 7) -90 14 .  The  report  covers  a  phase  of  the  work  completed 
during  the  period  1  October  1962  through  31  December  1962,  and 
is  concerned  with  the  experimental  determination  of  the  degree 
of  departure  from  Lambertian  optical  reflection  for  several 
standard  surface  materials. 


2.  WORK  PERFORMED 

In  conjunction  with  the  determination  of  optical 
cross-sections  of  various  geometrical  bodies,  this  report  is 
concerned  with  the  investigation  of  the  departure  from  Lambertian 
optical  reflection  for  several  standard  surface  materials  under 
different  angles  of  incidence.  As  the  measurements  of  the  near 
horizontal  reflecting  power  which  were  made  for  standard  geomet¬ 
rical  bodies  and  models  of  actual  targets  did  show  discrepancies 
with  values  calculated  according  to  simple  laws  of  reflection,  a 
more  thorough  investigation  of  the  actual  prevailing  relations  was 
indicated.  If  one  wants  to  perform  integrations  over  various 
surface  shapes  in  order  to  find  an  estimated  value  for  the  reflec¬ 
ted  power,  one  usually  assumes  complete  diffusion  according  to 
Lambert's  law.  However,  in  every  case  of  a  material  used  for  the 
surface  of  an  actual  target  very  substantial  deviations  from 
complete  diffusion  can  exist  and  sometimes  even  specular  reflection 
may  occur. 


Although  investigations  and  measurements  about  these 
problems  have  been  done  in  the  past,  they  are  not  applicable  for 
specific  optical  radar  and  photometric  prob lems  such  as  detection, 
recognition,  and  tracking  of  artificial  targets.  The  reasons  arr • 


1)  Measurements  are  not  easily  accessible  (1870-1920) 
and  were  published  a  long  time  ago. 

2)  The  accuracy  of  these  measurements  is  not  too 
reliable  because  visual  photometry  instead  of 
photoelectric  measurements  was  employed. 
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3)  From  the  almost  infinite  variety  of  materials 
those  were  investigated  which  have  practically 
no  bearing  on  modern  space  and  aircraft  designs. 

4)  Since  problems  of  this  kind  were  of  no  great 
importance  in  the  time  when  investigated,  one 
cannot  derive,  because  of  the  scarcity  of  the 
data,  relationships  which  are  applicable  for 
today's  problems  of  optical  cross-sections . 

The  behavior  of  reflected  coherent  light,  especially 
when  of  narrow  band-width  and  a  high  degree  of  polarization  as  is 
given  in  most  cases  of  laser  illumination,  will  be  even  more 
particular  for  specific  materials  and  surface  arrangements.  Hence 
it  is  intended  to  compare  the  values  given  in  this  report  which 
will  serve  as  standards  with  those  found  under  the  same  conditions 
by  laser  illumination.  Sets  of  measurements  of  this  kind  will  then 
lead  to  the  prediction  of  the  general  behavior  of  certain  surface 
materials  and  surface  forms.  Mathematically,  these  sets  of  meas¬ 
urements  will  be  approximated  by  empirical  equations  which  express 
the  reflected  power  as  a  function  of  angle  of  incidence  and  some 
prevalent  parameters  of  material  reflection  coefficient  and  body 
shape  factor. 


Several  diffuse  samples  were  investigated  which 
approach  an  ideally  diffuse  surface,  and  these  measurements  were 
compared  to  measurements  of  reflections  from  a  special  white 
paint  and  from  polished  aluminum.  The  source  of  illumination 
was  incandescent  incoherent  light.  The  investigation  of  other 
materials  will  be  added  in  the  future. 


3.  EQUIPMENT 

The  experiments  were  conducted  in  the  X-Ray  Laboratory 
at  the  University  of  Dayton,  Dayton,  Ohio.  In  this  laboratory  the 
surroundings  could  be  darkened  to  less  than  the  noise  level  of  the 
measuring  device.  Furthermore  the  photometric  system  was  curtained 
off  in  one  corner  with  the  electrometer  and  observer  outside  while 
the  measurements  were  being  made. 

The  experiment  was  set  up  on  a  Gaertner  L124  high 
precision  spectrometer  which  had  already  been  aligned  to  *1  arc 
second  for  previous  experimentation  and  checked  with  a  calibrated 
prism  obtained  from  the  National  Bureau  of  Standards. 

A  tungsten  ribbon  filament  lamp  (G.E.  18A/T10/1)  and 
a  condensing  lens  were  sealed  into  a  box  at  one  end  of  the  coll¬ 
imator  and  ventilated  as  shown  in  Figure  1.  The  ribbon  filament 
was  imaged  on  the  entrance  aperture  of  the  collimator  by  the 
condensing  lens  and  aligned  so  that  a  uniform  beam  of  parallel 
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light  was  obtained  fro*  tha  eollinator.  A  6  Vdc,  IS  amps,  regulated 
laap  power  supply  built  at  tha  Univarsity  of  Dayton  was  aonitorod 
to  *0.01  volts.  Filters  could  bo  placed  iaaadiatoly  in  front  of  the 
entranc*  aporturo.  This  aparturs  was  square  end  its  width  subtended 
an  angle  of  10  arcainutes  at  the  center  of  the  spsetroaeter  the 
diaensions  of  which  are  shown  in  Figure  1.  The  saaple  was  aounted 
on  the  rotation  axis  of  the  spectroaeter  in  the  center  of  the  bean 
of  colliaated  light.  (See  Figure  2.)  Only  the  saaple  and  part  of 
its  supporting  shaft  were  in  the  beaa  of  incident  light.  The  saaple 
was  aligned  perpendicular  to  the  incident  light  by  auto-colliaating 
on  its  back  surface  which  was  nearly  plane  parallel  with  the  front 
surface.  The  alignaent  was  checked  at  the  end  of  a  series  of  aeas- 
ureaents.  The  spectroaeter  table  could  be  rotated  in  one  plane  and 
angles  of  incidence  i  were  set  with  the  circular  scale  attached  to 
the  table  and  could  be  read  to  *1  arcainute  with  a  vernier. 

Reflected  light  was  observed  through  the  telescope 
with  a  photoaultipl ier  fixed  to  the  exit  aperture.  The  photo¬ 
multiplier  used  was  type  931A  (Sylvania  Electric  Products,  Inc.) 
with  an  S4  response  and  an  average  sensitivity  of  30  vaap/luaen 
for  tungsten  light.  It  was  powered  with  N.J.E.  Corporation  Model 
S-326  high  voltage  power  supply  at  1000  volts  dc  with  a  ripple 
content  of  only  one  part  in  100,000.  Current  was  detected  with  a 
Keithley  Model  610A  electrometer ,  The  telescope  was  positioned 
opposite  the  eollinator,  and  a  stop  with  a  circular  aperture  of 
10  arcainutes  subtended  froa  the  center  of  the  spectroaeter  was 
placed  in  the  focal  plane  of  the  telescope  (this  position  was 
deterained  with  a  saall  error  of  up  to  1  nilliaeter)  and  in 
juxtaposition  with  the  image  of  the  entrance  aperture  of  the 
colliaator.  The  spectroaeter  circle  was  zeroed  to  read  180*  for 
this  position  of  the  telescope.  The  photomultiplier  was  securely 
attached  with  the  cathode  surface  3ca  behind  the  focal  plane  and 
was  not  aoved  froa  this  fixed  position  throughout  a  set  of  aeas- 
ureaents . 


A  black  felt  cloth  backdrop  was  hung  opposite  the 
telescope,  and  the  photonultiplier  housing  was  taped  and  surrounded 
with  black  coth.  The  spectroaeter  table  was  covered  with  black 
felt  paper,  and  surfaces  near  the  saaple  were  painted  flat  black. 

Angular  setting  of  the  spectrometer  and  readings  on 
the  electroaeter  were  aade  directly.  Temperature  and  humidity 
were  kept  constant  at  24*C.  *  1*C.  and  15%  *  5%  respectively. 
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MEASUREMENTS 


Measurements  wart  made  on  tht  following  seven  samples: 

1)  A  front  surface  mirror,  whose  surface  area  was 
4.8cm2,  which  was  simply  stood  on  edge  on  the 
spectrometer  table  with  the  lower  edge  stopped 
off. 

2)  The  same  front  surface  mirror  employed  as  a  diffuse 
sample  after  it  was  smoked  with  MgO  to  a  coating 
thickness  of  tBO.Snm. 

3)  Similar  to  sample  #2  except  the  mirror  was  smoked 
with  MgO  to  a  coating  thickness  of  t»1.0mm. 

4)  An  aluminum  disc  (2r>2.5cm,  A>5.0cm2)  smoked  with 
MgO  to  a  coating  thickness  ta2mm.  The  aluminum 
surface  was  highly  polished  although  the  edges 
were  slightly  rounded.  The  rim  was  covered  with 
black  felt  paper  and  the  vertical  supporting 
shaft  was  painted  flat  black. 

5)  A  highly  polished  and  somewhat  flatter  end  of  a 
cylinder  (2r>2.Scm)  fine  sprayed  with  a  special 
white  paint  received  from  Surveillance  Branch, 
Reconnaissance  Laboratory,  Wright-Patterson  Air 
Force  Base,  Ohio,  to  about  a  two  or  three  coat 
thickness.  The  surface  appeared  very  smooth  and 
wet  even  after  it  had  dried.  The  side  edges  of  the 
cylindrical  body  were  painted  flat  black. 

6)  The  same  cylinder  with  a  much  heavier  smooth  coat 
of  the  same  paint. 

7}  The  highly  polished  specular  base  of  a  30*  half 
angle  aluminum  cone  (2r«2.5cm)  was  measured. 

Again,  the  surface,  though  well  polished,  was 
slightly  rounded  near  the  edge.  The  lateral 
surface  of  the  cone  was  painted  flat  black. 

The  background  current  (b.c.)  given  in  the  data 
sheets  is  the  photomultiplier  readings  obtained  with  room  lights 
off,  collimator  closed  and  telescope  open  to  catch  stray  back¬ 
ground  reflections.  It  was  equal  to  the  photomultiplier  dark 
current  in  all  instances  and  therefore  indicates  that  the 
surroundings  were  sufficiently  darkened. 

The  background  of  the  black  supporting  shaft  with  the 
collimator  open  was  measured  with  the  sample  removed  (see  Table  6). 
There  is  some  question  about  the  background  for  measurements  of 
very  large  angles  (i*r  large)  due  to  the  secondary  reflection  from 
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the  front  of  the  colliaetor  and  scattered  light  froa  lto  loot.  Tho 
telescope  did  not  too  tho  lllttainatod  blaekonod  surfaces  of  tho 
saaple  except  for  •  for  aoaauroaonta  on  tho  negative  aid*.  Those 
asaanroaonta  tooaod  to  bo  only  slightly  of footed,  if  at  all,  by 
tho  rof looted  light  froa  those  blaekonod  surfaces. 

Tho  background  froa  tho  shaft  at  any  toloseopo  sotting 
was  added  to  tho  background  current  and  this  sua  subtractod  froa 
tho  saaplo  reflection  current  reading.  Inproveaents  in  saaplo 
aount  that  will  roduco  background  are  shown  in  Figure  3.  Tho  entire 
equlpaent  ores  has  since  been  painted  flat  black. 

Adjustaents  were  node  in  the  readings  for  laap  voltage 
variation.  At  Iral.S0  x  10a?aaps  a  change  in  laap  voltage  of  0.02 
volts  resulted  in  an  average  change  of  0.035  x  10~7aaps  in  Ir  and 
this  corresponding  correction  wee  applied  proportionately  to  each 
reading. 


Measureaents  of  the  incident  light  I*  were  aade  by 
replacing  the  saaplo  as  accurately  as  possible  with  a  atop  opening 
in  the  aaae  position.  Measureaents  were  aade  at  four  angles  of 
incidence.  Each  value  was  divided  by  the  cosine  of  the  angle  of 
incidence  at  which  it  was  obtained  and  these  quotients,  which  were 
nearly  equal,  were  averaged  to  obtain  the  full  incident  light  Ij 
at  noraal  incidence  (i>0*).  Measureaents  were  aade  both  with  the 
stop  in  the  focal  plane  of  the  telescope  in  place  and  with  this 
stop  reaoved.  In  this  way  it  should  be  possible  to  detect  any 
uncolliaated  light  in  the  incident  beaa  since  this  uncolliaated 
light  would  be  focused  by  the  telescope  outside  the  iaage  of  the 
entrance  aperture.  Very  little  uncolliaated  light  was  observed  in 
the  incident  beaa  visually  and  so  a  value  for  the  incident  light 
(It)  was  taken  for  aeasureaents  with  the  stop  in  the  telescope 
reaoved. 


Specular  reflections  froa  white  paint  and  aluainua 
were  aeasured  with  the  stop  in  the  focal  plane  of  the  telescope. 
Since  angles  of  incidence  could  only  be  set  with  a  precision  of 
*2  arcainutes  on  the  graduated  circle  attached  to  the  spectroaeter 
table,  aeasureaents  of  specular  reflections  were  aade  by  varying 
the  telescope  position  slightly  and  observing  aaxiaua  readings. 

In  aeasuring  the  specular  reflections  off  the  special  white  paint 
not  all  of  the  specular  reflection  was  received  through  the  exit 
aperture  because  the  surface  of  the  white  paint  only  approxiaates 
a  pure  specular  surface.  Therefore  the  reflected  light  aeasureaents 
represent  the  total  light  flux  eaitted  froa  the  saaple  in  a  cone 
of  10  arcainutes. 

Measureaents  of  incident  light  (Ip  and  specular 
reflections  had  to  be  taken  using  ND  filters.  The  transaission 
of  these  filters  was  aeasured  separately  but  because  of  the  liaited 
range  of  the  photoaultiplier  it  was  not  possible  to  aeasure  thea 
in  coabination  at  this  tiae.  this  aeasureaent  was  needed  for 
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determining  I*.  A  nominal  value  of  10*6  was  therefore  taken  for  the 
transmission  of  ND  #2/  # 5,  and  #1  in  combination.  However,  this 
value  is  sufficient  for  presenting  the  information  which  is  of 
interest  now. 


Measurements  were  made  with  white  light  of  tungsten 
at  S.00  volts  and  with  Optics  Technology  interference  filters 
#436,  #546,  and  #656  with  a  band  pass  as  shown  in  Figures  4,  5  and 
6.  These  measurements  of  the  reflected  light  are  dependent  upon 
the  sensitivity  of  the  photomultiplier  as  a  function  of  wavelength, 
and  when  the  photomultiplier  is  calibrated  it  will  be  possible  to 
take  into  consideration  the  selective  reflection  of  these  samples. 
Measurements  were  made  for  i«0®,  20s,  40*,  60*,  80*  and  r  was  varied 
in  10*  steps  and  in  one  degree  steps  around  points  of  interest  such 
as  i«r,  the  surface  normal  and  at  large  angles  greater  than  85*. 

After  the  preliminary  measurements  on  the  first  few 
samples,  all  data  for  the  diffuse  reflection  for  the  MgO  coated 
disc  and  samples  coated  with  white  paint  were  normalised  in  the 
following  way.  For  each  set  of  measurements  at  an  angle  of 
incidence  (i)  a  reference  measurement  at  i>0*,  r«4S*  was  made. 

Ratios  were  taken  of  the  reference  measurements  off  MgO  and  also 
the  reference  measurement  off  white  paint  to  the  unstopped  full 
bean  with  the  telescope  at  180*  and  the  sample  removed  and  with  the 
same  combination  of  neutral  density  filters.  The  incident  light 
(I*)  upon  the  samples  was  also  referenced  to  the  full  beam  at  180* 
with  the  sane  conditions  as  above.  By  comparing  these  reference 
measurements,  data  which  were  taken  with  these  references  respec¬ 
tively  could  be  compared  by  assuming  that  all  the  readings  taken 
at  one  time  were  proportional  to  the  readings  taken  at  another 
time  and  differed  only  because  of  the  change  in  sensitivity  of  the 
photomultiplier  of  possible  change  in  the  light  source.  A  number 
of  check  measurements  were  made  for  the  same  sample  at  the  sane 
angles  i  and  r  only  at  different  tines  and  different  references 
existing,  and  were  found  to  be  in  good  agreement  when  compared 
to  these  references.  This  procedure  was  necessary  in  order  to 
make  all  measurements  without  removing  the  photomultiplier. 

Moreover,  improvements  in  the  equipment  and  measuring 
technique  are  intended  as  they  are  indicated  by  the  present 
experiments.  An  Bppley  Thermopile  and  a  Standard  light  source  from 
the  National  Bureau  of  Standards  have  been  received  with  which  the 
light  source  should  be  calibrated.  The  response  curve  of  several 
photomultipliers  can  also  be  calibrated  in  order  to  assure  relia¬ 
bility  and  to  compare  results  for  different  wavelengths.  The 
circuits  of  the  photomultipliers  will  be  improved  to  lower  moise 
level  of  about  10*11  so  that  a  bettor  signal  to  noise  ratio  and  a 
little  wider  range  is  possible.  The  range  of  the  BS1A  photomul¬ 
tiplier  used  was  not  great  enough  to  measure  the  incident  light  or 
specular  reflections  without  several  NO  filters  in  combinations 
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aentioaed  previously.  An  iaprovid  power  supply  for  tho  laap  is 
being  built  and  s  aosas  for  holding  tho  eurroat  throufh  tho  laap 
eoastaat  will  bo  included. 

Tho  ovorall  experiaental  orror  was  aot  aoro  thaa  *1 
digit  in  tho  soeoad  significant  digit. 

Anothor  offset  to  bo  eonsidorod  is  tho  finito  slso  of 
tho  oatranco  and  oxit  aporturos.  Tho  rofloctod  intoasity  aoasurod 
i*  actually  an  integration  of  tho  light  froa  a  cono  of  *S  arcainutos 
and  this  collection  would  change  with  different  angles  of  incidence. 
By  increasing  tho  light  source  and  decreasing  dark  current,  the  site 
of  openings  can  be  decreased  and  the  precision  of  the  photoaetrie 
aeasureaents  increased. 


5.  DISCUSSION  OP  RESULTS 

5.1  Specular  Front  Surface  Mirror 

The  specular  reflection  percentage  was  aeasured 
for  the  aluainua  airror  at  an  angle  of  incidence 
of  20*  and  found  to  be  92%  in  good  agreeaent  with 
reference  works. 

5.2  Front  Surface  Mirror  Saoked  with  O.Saa  MgO  Coating 

The  MgO  cc>  ting  was  found  to  be  too  thin  since  a 
snail  specular  peak  occurred  at  i»r. 

5.3  Front  Surface  Mirror  Saoked  with  l.Oaa  MgO  Coating 

The  specular  peak  present  in  the  previous  saaple 
disappeared  with  the  increase  in  coating  thickness. 
This  ainiaua  thickness  of  saoked  MgO  is  therefore 
necessary  to  insure  the  absence  of  specular 
coaponents  in  the  reflection  curve. 

5.4  Polished  Aluainua  Disc  Saoked  with  2.0aa  MgO  Coating 

The  diffuse  reflection  froa  this  saaple  was  found 
to  vary  froa  Laabert's  law  in  a  certain  definite 
pattern.  At  angles  of  incidence  close  to  45*  the 
reflected  light  intensity  was  exactly  proportional 
to  the  cosine  of  the  angle  of  reflection  within  the 
liaits  of  experinental  error.  At  noraal  incidence, 
the  refleeted  intensity  decreased  slightly  with 
increasing  angle  of  reflection  as  eoapared  with  the 
cosine,  while  for  large  angles  of  incidence  the 
reflected  intensities  did  not  decrease  with  in¬ 
creasing  angle  of  reflection  as  auch  as  the  cosine 
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il 

of  this  angle.  Ths  reflected  intensity  distribution  [} 
about  the  nornal  to  a  smoked  MgO  coated  surface  is 
therefore  dependent  on  the  angle  of  incidence  at 
which  the  sample  was  illuminated. 


Within  the  range  of  experimental  accuracy  no  change 
could  be  found  in  the  pattern  of  the  reflection* 
function  when  the  incident  light  was  filtered  for 
different  spectral  regions.  However,  it  «is  known  that 
the  overall  intensity  ratio  of  incident  to  reflected 
is  slightly  dependent  on  wavelength. 

5,5  Polished  End  of  Cylinder  Fine  Sprayed  with  Thin  Coat 
of  White  Paint 


Reflection  from  this  sample  followed  the  same  pattern 
as  the  MgO  coated  sample  except  there  was  a  strong 
reflection  received  at  i*r  and  an  increase  in  the 
distribution  of  reflected  light  intensity  about  this 
position. 

The  most  interesting  observation,  however,  was  that 
for  increasing  i»r  positions  with  respect  to  the 
normal  to  the  surface,  the  reflected  intensity 
increased  becoming  very  large  for  i*r«85*.  This 
effect  was  obvious  visually  and  was  compared  to 
the  specular  reflection  obtained  from  a  highly 
polished  aluminum  cone  of  the  same  size,  in  the  same 
position  and  at  the  same  angles  of  incidence.  The 
reflected  intensity  for  this  aluminum  disc  decreased 
with  increasing  angles  of  incidence  as  expected. 

5.6  Polished  End  of  Cylinder  with  Thick  Heavy  Coat  of 
White  Paint 


Results  obtained  for  this  sample  were  similar  to  the 
previous  white  paint  sample. 


5,7  Polished  Specular  Base  of  Aluminum  Cone. 


This  is  the  sample  referred  to  in  the  comparisons 
made  of  the  specular  reflection  from  white  paint 
and  a  polished  aluminum  cone  in  section  5.5  of  this 
report.  • 


Dr.  Werner kambauske 
Principal  Research  Investigator 


Assistant  Research  Physicist 
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•i'aio; 


Figur*  1.  Sehaaatie  DUgroa  of 
Photoaotric  Bquipaont 


Figure  2,  Schematic  Diagraa  Showing 
Orientation  of  Saaple  and 
Defining  Angles  of  Incidence 
and  Reflection. 
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Figure  3.  Schematic  Diagram* 
of  Sample*. 

12 


CONE  SAMPLE  CYLINDER  SAMPLE 


%  TRANSMISSION 


Figure  4,  Transmission  of  Optics 
Technology  Filter  #656 
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Figure  5,  Transmission  of  Optics 
Technology  Filter  *546 
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Figure  6.  Transmission  of  Optics 
Technology  Filter  #436 


IS 


Figure  7,  Gaertner  L124  High  Precision 
Spectrometer  and  Apparatus. 
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Figure  8.  Spectrometer  with  Sample 
on  Table. 
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TABLE  6.  BACKGROUND  OFF  SAMPLE  SUPPORT 


Background  Current 

Telescope  Setting  Off  Shaft  Dark  Current 

(*i*r) 


35  # 

2.22 

X 

10-9 

amps 

1.90 

X 

10-9 

amps 

40° 

2.20 

X 

10-9 

amps 

1.90 

X 

10*9 

amps 

45° 

2.18 

X 

10-9 

amps 

1.90 

X 

10-9 

amps 

50® 

2.18 

X 

10-9 

amps 

U90 

X 

10-9 

amps 

60® 

2.18 

X 

10-9 

amps 

1.90 

X 

10*9 

amps 

70® 

2.16 

X 

10*9 

amps 

1.90 

X 

10*9 

amps 

80® 

2.15 

X 

lO-9 

amps 

1.90 

X 

10-9 

amps 

90® 

2.13 

X 

ID*9 

amps 

1.90 

X 

lO-9 

amps 

100® 

2.13 

X 

lO-9 

amps 

1.90 

X 

lO-9 

amps 

110® 

2.12 

X 

lO'9 

amps 

1.90 

X 

10-9 

amps 

120® 

2.12 

X 

10-9 

amps 

1.90 

X 

lO*9 

amps 

130® 

2.22 

X 

lO'9 

amps 

1.90 

X 

lO”9 

amps 

140® 

2.32 

(?) 

1.90 

X 

lO*9 

amps 

150® 

2.42 

(?) 

1.90 

X 

lO*9 

amps 

160® 

(?) 

1.90 

X 

10"9 

amps 
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SPECTROMETER  DATA 


Contract  AF 

33(657)-9014 

Record 

number 

1 

Incidence 

i  =  0  ° 

Fi  Iter 

None 

Type  Reflection 

Diffuse 

Sample 

Diffuse  Standard 

Remarks : 

Dimensions 

Disc,  Jr*2.fecm 

Coating 

MgO  # 3 

t*2mm 

Incident  Light 

I 1=0.298  cos  0° 

Re  fe  rence : 

at  i  =  0 

’.  r=45° 

Adi.  Ref.  for  !; 

1.66  x  10-7 

For  reflected 

light  1**1. 41  x  10-  / 

Filter 

None 

Ii  (ad),  for  ret.) 

0.242 

b  .  c. 

1.34  7 

io-5  “ 

Lamp 

5,00  volts 

l'r  adj. 

-- 

1.35  x 

10^7 

Hi 

Lame  Voltage(volts) 

b. c.xl09(amps) 

l'rxl0?  (amps) 

(I'r/I'i)xl0’ 

35  * 

1.63 

5.00 

1.31 

1.57 

6.49 

40° 

1.51 

5.00 

1.32 

1.45 

5.99 

50° 

1.26 

5.00 

1.34 

1.21 

S.OO 

60* 

0.960 

5.00 

1.34 

0.920 

3.80 

70* 

0.625 

5.00 

1.33 

0.592 

2.45 

80° 

0.312 

S.OO 

1.33 

0.296 

1.22 

85° 

0.169 

5.00 

1.33 

0.153 

0.632 

-40* 

1.57 

5.00 

1.36 

1.51 

6.24 

-50* 

1.28 

5.00 

1.35 

1.23 

5.08 

-60* 

0.960 

5.00 

1.37 

0.920 

3.80 

-70* 

0.610 

5.00 

1.37 

0.581 

2.40 

-80° 

0.300 

5.00 

1.37 

0.284 

1.17 

-85° 

0. 166 

5.00 

1.40 

0.150 

0.619 

24 


Function  of  the  Angle  of  Reflection 


f(r)-(I#r/l'i)  x  107 


Record  Number  1 

O— "O  f(r)  Measured 

X  X  f(r)  •  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  number 

2 

Inci dence 

Filter 

Type  Reflection 

Di ffuse 

Sample 

Remark s  : 

Dimensions 

Coating 

i«20“ _ 

None 

Diffuse  Standard 
Disc.  2r«2,5cm 
MgO  *3.  t»2mm 


Incident  Eight 

Adj.  Ref.  for  I* 

I'i  (adj .  for  ref . ; 

I i «0 . 2 9 8  cos  20* 

Reference : 

For  reflected 

Filter 

b.c. 

Lamp 

I'r  . 

at  i*0®.  r«4S“ 

1.66  x  10-7 

light  I*. 1.41  x  10-7 

0.228 

None 

1.34  x  10-» 

5.00  volts 

1.35  x  10-7 

H! 

Lens  Vo  It  age (volt s) 

b . c. xl 09(amps) | 

rgni/iv,niTt*nrenJ 

IS* 

1.87 

5.00 

1.35 

1.80  7.89 

20° 

1.80 

5.00 

1  .3b 

1.74  7.63 

25* 

1.72 

S.00 

1.37 

1.66  7.28 

30* 

1.63 

5.00 

1.37 

1.57  6.89 

40* 

1.42 

5.00 

1.37 

1.37  6.01 

50° 

1.17 

5.00 

1.37 

1.12  4.91 

60° 

0.890 

5.00 

1.37 

0,849  3.72 

70° 

0.580 

5.00 

1.37 

0.551  2.42 

80’ 

0.297 

5.00 

1.37 

0.274  1.20 

85° 

0.168 

5.00 

1.37 

0.148  0.649 

86“ 

0.141 

5.00 

1.37 

0.121  0.530 

87° 

0.118 

5.00 

1.37 

0.099  0.434 

88° 

0.097 

5.00 

1.37 

0.079  0.346 

90“ 

0.057 

5.00 

1.37 

0.040  0.175 

18° 

1.82 

5.00 

1.37 

1.76  7.72 

19“ 

1.81 

5.00 

1.37 

1.75  7.67 

20“ 

1.79 

5.00 

1.37 

1.73  7.59 

21“ 

1 . 78 

5.00 

1.37 

1.72  7.54 

22“ 

1.77 

5.00 

1.37 

1.71  7.50 
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I 

f: 


Function  of  the  Ancle  of  Reflection 


f(r)-(l'r/Ii)  x  107 


SPECTROMETER  DATA 


15*  0 .575  5.00 
19°  0.560  5.00 
20°  0.559  5.00 
21*  0.554  5.00 
25°  0.533  5.00 
30*  0.507  5.00 
40"  0.442  5.00 
50*  0.365  5.00 
60*  0.278  S.00 
70°  0.191  5.00 
80*  0.102  5.00 
85*  0.061  5.00 
87*  0.048  5.00 


1.41  0.558  7.73 

1.41  0.543  7.53 

1.41  0.542  7.51 

1.41  0.537  7.44 

1.41  0.516  7.15 

1.41  0.490  6.79 

1.41  0.425  5.89 

1.41  0.348  4.82 

1.41  0.261  3.62 

1.41  0.175  2.43 

1.41  0.086  1.19 

1.41  0.045  0.624 

1.41  0.032  0.443 
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Function  of  the  Angle  of  Reflection 


fCrJ-dV/l'i)  x  107 


Record  Number  3 
O *0  f(r)  Measured 
X - X  f(r)  •  cos  r 
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SPECTROMETER  DATA 


Record  number 

Contract  AF  33(6S7}-9014 

4  Incidence 

H* 

■ 

K) 

o 

• 

-L 

Type  Reflection 

Filter 

Diffuse  Sample 

N .5.  #1 - 

Diffuse  Standard 

Remarks : 

Dimensions 

Disc.  2r*2 .5cm 

j 

Coating 

MgO  I3.  t-2mm 

-  ► 

Incident  Light  14-0.0288  cos  20* 

Reference:  at  i»0*.  r»45° 

Adj.  Ref.  for  Ii  1.66  x  iq-7 

For  reflected  liRht  I r« 1 . 48x10*7 

Ij  (adj.  for  ref.)  0.0236 

Filter  None 

b.c.  1.50  x  10-* 

5.00  volts 

rr  *dj.  1.45  x  10*7 

pKMIWmiW^PHUgUMg-lll  ^1 

ogmiflTTmBgBgBgiamM 

15*  0.207 

19*  0.200 

20°  0.197 

21*  0.19S 

25*  0.188 

30*  0.177 

40*  0.161 

S0B  0.13S 

60*  0.105 

70*  0.074 

80*  0.044 

85*  0.0304 

87*  0.0255 


S.00 

4.98 

4.98 

4.98 

4.98 
5.00 
5.01 
S.00 
5.00 
5.00 
5.00 

4.99 
4.98 


1.41 

1.43 

1.43 

1.43 

1.43 

1.43 

1.43 

1.43 

1.43 

1.44 
1.44 

1.44 

1.45 


0.190 

8.05 

0.187 

7.92 

0.184 

7.80 

0.182 

7.71 

0.175 

7.42 

0.160 

6.78 

0.143 

6.06 

0.118 

5.00 

0.088 

3.73 

0.057 

2.42 

0.027 

1.14 

0.0146 

0.619 

0.0098 

0.415 

30 


i. 


Record  Number  4 

0 - O  f(r)  Measured 

X - X  f ( r )  =  cos  r 


! 

1 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  nunber 

s 

Incidence 

Type  Reflection 

Filter 

_____  Sample 

Reaarks : 

Dimensions 

Coating 

i«40* 

Jione 


■Diffuse  Standard 
Disc.  2r»2 . 5 cm 
MbOJ>3.  t-2mm 


Incident  Light 

Adj.  Ref.  for  Ii 

I*  (adj.  for  ref.] 

1 

i-0.298  cos  40* 

Reference : 

For  reflected 

F  liter 
b .  c. 

Lamp 

I r 

at  i »0 * 

.  r«4S® 

1 

.66  x  10*7 

liRht  rr.jL|^g 

*io-’ 

1  H 

1  OQ 

None _ 

1-50  x  10-* 

5.00  volts 

1.45  x  10-7 

r 

■rwmjirrjii 

Lamp  Voltage(volts) 

OBEEMEnf] 

r'r/i'i)xio7 

-s# 

1.61 

4.98 

1.53 

1.59 

7.99 

0* 

1.60 

4.98 

1.53 

1.58 

7.94 

s* 

1 .  S  8 

4.98 

1.53 

1.56 

7.84 

10° 

l.SS 

4.98 

1.53 

1.53 

7.69 

20* 

1.45 

4.98 

1.53 

1.43 

7.19 

30° 

1.36 

4.98 

1.53 

1.34 

6.73 

35° 

1.28 

4.98 

1.56 

1.27 

6.38 

40° 

1.21 

4.98 

1.56 

1.20 

6.03 

45° 

1.11 

4.98 

1.56 

1.10 

5.53 

50° 

1.01 

4.98 

1.53 

1.00 

5.03 

60* 

0.808 

5.00 

1.53 

0.770 

3.87 

70* 

0.557 

5.00 

1.53 

0.525 

2.64 

80° 

0.300 

4.99 

1.53 

0.276 

1.39 

85* 

0.174 

4,99 

1.53 

0.153 

0.769 
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Function  of  the  Angle  of  Reflection  f(r)"(Ir/Ii)  x  107 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  number 

Type  Retie-  '  •  • » 

U  e  m  a  ;  k  >  :  .  4  .  . .  t  v 

(1 

Incidence 

Filter 

Samp  1 e 
Dimensions 

i  *60  * 

1  I  t  t‘  1  i  L 

None 

Diffuse 

Standard 

lianpe  in  ref. 

during 

Disc.  2r*2.Scm 

readings. 

Coat  ing 

MeO  #3. 

t*2mm 

Incident  Light 

I  ,=0.208  cos 

60° 

Reference : 

at  i*0“ 

.  r*45 * 

Adj  . 

Ref.  for  Ii 

1.66  X  10-7 

for  reflected  light  Ir«l.32 

x  l'tf-'7  ' 

Is  (adj .  for  ref. 

)  0.116 

filter 

None 

b.c. 

1.91  x 

17F9  ‘ 

Lamp 

4.98  volts 

l'r  adj. 

1.29  x 

ToTT - 

Irxl07 (amps ) 

Lamo  Voltage(volts) 

b.c.xlO»(aaps)  l'rxl07 (aaps)  |( 

t'r/l'i)xl07 

-25° 

0.700 

4.9  8 

1.90 

0.784 

6.78 

-IS" 

0.824 

4.98 

1.90 

0.818 

7.08 

-5* 

0.840 

4.98 

1.90 

0.834 

7.21 

0° 

0.840 

4.98 

1.90 

0.834 

7.21 

5” 

0.835 

4.98 

1.90 

0.829 

7.17 

10” 

0.821 

4.98 

1.90 

0.815 

7.05 

20* 

0.798 

4.98 

1.90 

0.793 

6.86 

30” 

0.748 

4.98 

1.90 

0. 742 

6.42 

40” 

0.690 

4.98 

1.90 

0.683 

5.91 

SO” 

0 . 6  IS 

4.98 

1.91 

0.607 

5.25 

SS” 

0.578 

4.98 

1.91 

0.569 

4.92 

so” 

0.S35 

4.98 

1.91 

0.525 

4.54 

60” 

0.527 

4.98 

1.91 

0.517 

4.47 

61” 

0.518 

4.98 

1.91 

0.508 

4.39 

65” 

0.475 

4.98 

1.91 

0.463 

4.00 

70” 

0.418 

4.98 

1.91 

0.405 

3.50 

80” 

0.262 

4.98 

1.91 

0.245 

2.12 

85* 

0.161 

4.98 

1.91 

0.141 

1.22 

87” 

0.119 

4.98 

1.91 

0.098 

0.85 

89” 

0.078 

4.97 

1.91 

0.057 

0.49 

90” 

0.059 

4.97 

1.91 

0.037 

0.32 

34 


Function  of  the  Anglo  of  Reflection 


f(r)«(l'r/Il)  x  10? 


Record  Number  6 

O - 0  f(r)  Measured 

X - X  f(r)  ■  cos  r 


35 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Racord  nunber  7 

Typa  Raflaction  ui ffuaa 

Rensrks :  Sample  not  perfectly  plane 


Incidanca 

Filter 

Staple 

Dimensions 

Coating 


i»80* _ 

Nona _ 

Diffusa  Standard 
Disc.  2r«2.5ca 
Mg0l3,  t 


Incident  Light 

Adj ,  Raf.  for  Ii 
l\  (adj.  for  raf.] 

1. -0.298  cos  80* 

Reference : 
For  reflecte 
Filter 
b.c. 

Lamp 

Tr  adj. 

at  i*0" .  r«45* 

1.66  X  10-7 

MllnxnRniiiui 

0.0484 

Nonp 

mu » io-* 

5.00  volts 

1.55  x  IQ'7 

Laao  Voltage (volts) 

nm  uih  \  rrnfflnurTTn’QffiCTffl 

-45* 

0.296 

5.00 

2.33 

-40* 

0.310 

5.01 

2.33 

-30* 

0.323 

5.00 

2.33 

-20* 

0,331 

S.00 

2.33 

-10* 

0.335 

5.00 

2.34 

0* 

0.330 

S.00 

2.34 

0.304  6.28 

10* 

0.327 

5.00 

2.34 

0.301  6.22 

20* 

0.321 

5.00 

2.34 

0.295  6.10 

30* 

0.315 

5.00 

2.34 

0.289  5.97 

40* 

0.307 

5,00 

2.33 

0.281  5.81 

50* 

0.301 

5.00 

2.33 

0.275  5.68 

60* 

0.298 

5.00 

2.33 

0.271  5.60 

70* 

0.286 

5.00 

2.33 

0.258  5.33 

36 


Function  of  the 


Angle  of  Reflection 


f(r)«(l'r/Ii)  x  107 


Record  Number  7 
0  O  f(r)  Measured 

X - X  f(r)  =  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  number 

8 

Incidence 

i-0* 

Filter 

U.T.  1456  blue 

Type 

Reflection 

Diffuse 

Sample 

Diffuse  Standard 

Remarks:  Ref.  for 

Ir  without  filter 

Dimensions 

Disc. 

2r«2 .5cm 

1.76 

X  10-7 

Coat ing 

MbO  »3 

.  t-2ma 

Incidant  Light 

I  { -0.00640 

Reference : 

at  i-0 

*  r-45 * 

Adj. 

Ref.  for  Ii 

1.66  x  10-7 

For  reflected 

lx*nl  1,-0.0593  x  IQ-7 

I<  (adj.  for  ref.) 

n . nnfi79 

Filter 

O.T.  *436  blue 

b .  c. 

2.28  X 

1Q-* 

Lamp 

I r  ad j  . 

0.0378 

x  10-7 

r 

Lean  Voltage (volts) 

b.c.xl0»(amps) 

liflHIlf  TTTII 

(I'r/Ij)xl07 

40* 

0.0633 

4.99 

2.28 

0.0390 

5.75 

45* 

0.0593 

4.99 

2.28 

0.0351 

S.17 

SO* 

0 .0559 

4.99 

2.26 

0.0316 

4.65 

60* 

0.0473 

4.99 

2.28 

0.0227 

3.34 

70* 

0.0388 

4.98 

2.28 

0.0146 

2.15 

80* 

0.0302 

4.98 

2.26 

0.0057 

0.84 

85* 

0.0264 

4.98 

2.26 

0.0018 

0.27 

40* 

0.0630 

4.99 

2.26 

0.0017 

0.25 

-40*  •  0.0650 

4.98 

2.43 

-50*  *  0.0570 

4.98 

2.43 

-60*  •  0.0492 

4.98 

2.43 

-70*  •  0.0412 

4.98 

2.43 

-80*  *  0.0319 

4.98 

2.43 

*  New  Reference 

Ir-0.0383  x  10-7 

at  i-0*,  r-45* 
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Function  of  the  Angle  of  Reflection 


f(r).(l'r/l')  x  107 


SPECTROMETER  DATA 


Contract  AF 

33  (657) -9014 

Record  nuaber 

■  9 .  - . 

Incidence 

i-20* 

Typ* 

Reflection 

Dlffuae _ 

Filter 

Sample 

ayr-  blue 

Diffuse  Standard 

Reaarks :  changed 

lotting  before  aecond  Diaensions 

Disc,  2r«i ,5cm 

20' 

Coating 

MbO  t»2mm 

Incident  Light 

^■!WTtTTT9H8HRiSHfl 

Reference : 

Adj. 

Ref.  for  Ii 

1,66  X  10*7 

For  reflected 
Filter 

lx«nt  I r»0 . 0607  x  10*7 

I<  (adj.  for  raf. 

1  0.00643 

iMMIMtlliHB  IF  T  M IM 

b.c. 

Leap 

I'r  ««>). 

r 

iiwtiuirgn 

| Lean  Voltage (volts) 

20* 

0.0700 

4.98 

2.33 

0.0461  7.17 

30* 

0.0660 

4.98 

2.33 

0.0420  6.53 

40* 

0.0608 

4.98 

2.33 

0.0367  5.71 

SO* 

0 . 0540 

4.98 

2.35 

0.0298  4.63 

60* 

0.0467 

4.98 

2.35 

0.0221  3.44 

70* 

0.0388 

4.98 

2.35 

0.0142  2.21 

80* 

0.0312 

4.98 

2.37 

0.0060  0.93 

85* 

0.0278 

4.99 

2.37 

0.0023  0.36 

20* 

0.0710 

S.00 

2.40 

40 


Function  of  the  Angle  of  Reflection 


Record  Number  9 

O - O  f  ( r) 

X - X  f  (r) 


Measured 
■  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  nuaber 

10 

Incidence 

i  ■40* 

Filter 

6.T.  i 4 36  blue 

Type  Reflection 

Diffuse 

Staple 

Diffuse  Standard 

Reaarks : 

Diaensions 

Oise.  2r*2.Sca 

_____  Coating 

MeO  #3,  t«imm 

Incident  Light 

Adj.  Ref.  for  Ii 
l\  (adj.  for  ref.) 

I<-0. 00490 

Reference : 
For  reflecte 
Filter 
b.c. 

Lamp 

I'r  •«*). 

at  i«0 

*  r-451 

1.66  x  10*7 

d  light  I r«0 .0607  *  10-7 

O.T.  » 

436  blue 

2-40  *  10-9 

0.0386  x  10-' 

r 

IIWWFtlTTTHl 

Laan  Voltage(volts) 

wmai 

0° 

0.0640 

5.00 

2.43 

0.0373 

7.04 

10* 

0.0632 

4.99 

2.43 

0.0367 

6.92 

20* 

0.0607 

4.99 

2.44 

0.0348 

6.57 

30* 

0.0585 

4.99 

2.44 

0.0328 

6.19 

40° 

0.0540 

4.99 

2,44 

0.0282 

5.32 

SO* 

0.0500 

4.99 

2.45 

0.0243 

4.58 

60* 

0.0446 

4.99 

2.44 

0.0187 

3.53 

70* 

0.0385 

4.99 

2.44 

0. 0125 

2.36 

80* 

0.0308 

4.99 

2.44 

0.0046 

0.87 

0* 

0.0640 

4.99 
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Function  of  the  Anglo  of  Reflection 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  number  1 1 

Type  Reflection  n< 
Remarks : _ 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i«60° 


>436  blue 

Diffuse  Standard 

.  2r»2.Scm 

Mgfl 

>3-  t»2mm 

Incident  Light 

Adj.  Ref.  for  Ii 
l\  (adj.  for  ref.) 

H -0. 00320 

Reference : 
For  reflecte 
Filter 
b.c. 

Lamp 

I'r  »«»j. 

■wtoi 

1.66  x  lO*7 

a  light  i^.q.0607  x  10-7 

0.00344 

O.T.  *436  blue 

2-43  x  IQ-* 

4.98  volts 

0.0383  x  10-7 

r 

ipfiuimni 

Lamn  Vo ltage (volts) 

MJHILII  I.HIIIWnmilJM'i 

I'r/Ii)*107 

-20° 

0.0470 

4.98 

2.43 

-10° 

0.0478 

4.98 

2.42 

0° 

0.0476 

4.99 

2.41 

0.0216 

6.28 

10' 

0.0470 

4.99 

2.40 

0.0212 

6.16 

20° 

0.0461 

4.99 

2.40 

0.0204 

5.93 

30° 

0.0456 

4.99 

2.40 

0.0201 

5.84 

40° 

0.0437 

4.99 

2.40 

0.0182 

5.29 

50° 

0.0412 

4.99 

2.40 

0. 0156 

4.53 

60° 

0.0387 

4.99 

2.40 

0.0131 

3.81 

70° 

0.0358 

4.99 

2.40 

0.0096 

2.79 

80° 

0.0312 

4.99 

2.41 

0.0043 

1 .25 

-20° 

0.0470 

4.98 

2.41 

44 


i 


Function  of  the  Angle  of  Reflection 


f(r)-(l'r/l'i)  x  107 


Record  Nueber  11 
O'  0  f(r)  Measured 

X  f(r)  ■  cos  r 


] 


SPECTROMETER  DATA 


Contract  AF 

33 (657) -9014 

*T 

I 

Record  number 

12 

Incidence 

■ 

00 

o 

• 

A 

Filter 

O.T.  #436  blue 

Type 

Reflection 

Diffuse 

Sample 

UTTFuse  Standard 

A 

Remarks : 

Dimensions 

Disc.  2r-2.5cm 

Coating 

Mko  13. 

Incident  Light 

1 4 -0 . 00111 

Reference : 

~  at  i»0*  .  r-4S* 

S 

Adj. 

Ref.  for  Ii 

1.66  x  10“7 

For  reflected 

Ij  Cadi .  for  ref.) 

i  0.00120 

Filter 

b .  c. 

2.43  x  10-9 

-- 

Lamp 

4^9,8  YPltl _ _ _ 

Ir 

0.0383  x  10-7 

r 

iwiujium 

Lamp  Voltage (volts) 

b . c. xl09  (amps) 

I'r  *  1 0  7  ( amps )  \l'rf  I  j)x  1 0^ 

-40* 

0.0304 

4.98 

2.41 

0* 

0.0308 

4.98 

2.40 

0.0050  4.17 

40* 

0.0306 

4.98 

2.40 

0.0051  4.25 

70* 

0.0303 

4.98 

2.40 

0.0027  2.25 

80* 

0.0295 

4.98 

2.40 

0.0017  1.42 

;i 


Function  of  the  Angle  of  Reflection 


Record  Nuaber  12 

O - 0  f(r)  Measured 

X - X  f(r)  -  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  number 

13 

Incidence 

i*0* 

Type  Reflection 

Diffuse 

Filter 

Sample 

0.T  #546  ereen 
Diffuse  Standard 

Remarks :  Rgf.  for 

Dimensions 

Dis$,  2r-2.5ca 

1.73  a  10-7 

Coating 

MeO  #3,  t«2am 

Incident  Light 

Ad i .  Ref.  for  Ij 
l\  (adj.  for  ref.] 

1 

(-0.0138 

Reference:  at  i-0 

*.  r-45* 

1 

.66  x  10*7 

ror  reflected  light  i„»o.i 

04  xTFT 

£ 

.0144 

niter  O.T.  # 

546  ereen 

b.c.  2.33  x  10-» 

Leap  5.00  volts 

!r  •dj*  0.080  x  10-7 

r 

iwryufirrm 

Lamo  Voltage(volts) 

IMDi 

45* 

0.104 

5.00 

2.24  0.078 

5.42 

40* 

0.109 

5.00 

2.24  0.083 

5.76 

50* 

0.0933 

5.00 

2.24  0.0696 

4.83 

60* 

0.0758 

5.00 

2.24  0.0517 

3.59 

70* 

0.0562 

5.01 

2.24  0.0313 

2.17 

80* 

0.0390 

5.01 

2.24  0.0141 

0.98 

85* 

0.0312 

5.01 

2.24  0.0063 

0.44 

40* 

0.109 

5.00 

2.24  0.083 

5.76 

-40* 

0.109 

5.01 

2.23 

-50* 

0.0923 

5.02 

2.23 

-60* 

0.0729 

5.00 

2.23 

-70* 

0.0548 

5.00 

2.23 

-80* 

0.0380 

5.00 

2.23 

-8S* 

0.0302 

5.00 

2.23 

-40* 

0.108 

5.00 

2.23 

48 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  number  14 

Type  Reflection  Pi ffuse 

Remarks:  _ 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i-20* _ 

O.V.  *54(>  green 
Diffuse  Standard 
Disc .2r»2. 5cm 
MgO  »3,  t»2mm 


Incident  Light 

Adj.  Ref.  for  Ii 
l\  (adj .  for  ref . ; 

It -0.0130 

Reference : 

For  reflected 

Filter 

b.c. 

Lamp 

Ir  adj. 

at  i-0".  r*45" 

1.66  x  10-7 

light  I r-0 . 10a  x  'lfl-7 

0.0138 

O.T.  *546  green 

2-25  a  IP-9 _ 

4.99  volts 

0.082  x  10-7 

r 

irwiraiirnii 

Lame  Voltage(volts) 

b.c. xl 0? (amps) 

20* 

0.126 

5.00 

2.26 

0.100  7.25 

30* 

0.116 

5.00 

2.26 

0.090  6.52 

40* 

0.104 

4.99 

2.26 

0.079  5.72 

SO* 

0.091 

4.99 

2.26 

0.066  4.78 

60° 

0.074 

4.99 

2.26 

0.050  3.62 

70* 

0.0552 

4.98 

2.26 

0.0321  2.33 

80* 

0.0386 

4.98 

2.26 

0.0148  1.07 

20° 

0.125 

4.98 

2.26 

50 


r. 

r 


Function  of  the  Angle  of  Reflection 


f(r)-(l'r/li)  x  107 


Record  Number  14 

0 - 0  f(r)  Measured 

X - X  f(r)  ■  cos  r 


r 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  number  1 5 

Type  Reflection  ni  ffm« 
Re aarks : _ 


Incidence 
Filter 
Sample 
Dimensions 
Coat ing 


i-40* _ 

SLLL.J. 5.46  Aim 
Diffuse  Standard 

Disc.  2r-2.Scm 
MbO  «3.  t»2mm 


Incident  Light 

Adj .  Ref.  for  Ii 

Ij  (adj.  for  ref.] 

I<- 0.0106 

Reference : 

For  reflected 

Filter 

b.c. 

Lamp 

I'r  »«1j. 

at  i»0* 

.  r«45* 

1.66  x  1C*7 

ll«nt  I y»0 . 102  x  10-7 

1  0.0111 

O.T.  *546  green 

2-20  -«  10-5 

4.98  volts 

0-081  »  10-7 

r 

iwnurmn 

|  Lamn  Voltage(volts) 

b.c.xloO(aaps) 

ESZQBXnSS 

I  j-/ 1  j)xl07 

0* 

0.111 

5.00 

2.21 

0.086 

7.75 

10* 

0.108 

5.00 

2.21 

0.083 

7.48 

20  0 

0.103 

5.00 

2.21 

0.078 

7.03 

30* 

0.097 

4.99 

2.21 

0.073 

6.58 

40° 

0.088 

4.98 

2.21 

0.065 

5.86 

50# 

0.0767 

4.99 

2.22 

0.0539 

4.86 

60° 

0.0659 

5.02 

2.23 

0. 0408 

3.68 

70° 

0.0521 

5.00 

2.24 

0.0281 

2.53 

80* 

0.0379 

5.00 

2.25 

0.0137 

1.23 

0' 

0.111 

5.00 

52 


Function  of  the  Angle  of  Reflection 


fCrJ-Cl'r/li)  x  107 


Record  Nunber  15 

O - O  f(r)  Measured 

X - X  f (r)  ■  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  nuiber  16 


Type  Reflection 
Remarks:  _ 


Diffuse 


Incident  Light 
Ad j .  Ref.  for  I* 

Ii  (adj.  for  ref.) 


I: -0.00689 
1.66  x  10-7 
0.00709 


Incidence 

i-60* 

Filter 

O.T.  #546  green 

Sample 

Diffuse  Standard 

Dimensions 

Disc.  2r-2.Scm 

Coating 

MgO  #3.  t*2mm 

Reference : 

at  i-O*.  r»4S° 

For  reflected  light 

1—0.103  a  10-7 

Filter 

O.T.  #546  green 

b.c. 

2.32  a  10-9 

I r  •di- 

0.079  x  IQ*7 

Lame  Volt  age (volts) 

-20° 

0.0725 

5.00 

2.25 

-10° 

0.0738 

5.00 

2.25 

0* 

0.0738 

5.00 

2.25 

0.0496 

6.99 

10° 

0.0735 

5.00 

2.25 

0.0495 

6.98 

20° 

0.0710 

S.00 

2.25 

0.0471 

6.64 

30° 

0.0681 

5.00 

2.25 

0.0443 

6.25 

40° 

0.0642 

4.99 

2.25 

0.0410 

5.78 

50° 

0.0598 

4.99 

2.25 

0.0365 

5.15 

60° 

0.0538 

4.99 

2.25 

0.0303 

4.27 

70° 

0.0466 

4.99 

2.25 

0.0224 

3.16 

80° 

0.0377 

4.98 

2.25 

0.0132 

1.86 

-20* 

0.0720 

4.98 

2.25 
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Function  of  tho  Angie  of  Reflection 


f(r).(l'r/l'i)  x  10* 


Record  Nuuber  16 

O - 0  f(r)  Measured 

X - X  f(r)  •  cos  r 


SPECTROMETER  DATA 
Contract  AF  33(6S7)-9014 


-40*  0.0374  S.00 

-20"  0.0382  S.00 

0"  0.0382  5.00 

20"  0.0379  S.00 

40"  0.0368  5.00 

60"  0.0365  5.00 


2.28 

2.29 

2.32  0.0128  4.99 

2.32  0.0127  4.95 

2.32  0.0117  4.56 

2.32  0.0104  4.06 
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Function  of  tho  Anglo  of  Rtfloction 


SPECTROMETER  DATA 


Contract  AF 

33 (657) -9014 

Record  number 

18 

Incidence 

N 

O 

o 

Filter 

0 ,  T ,  *056  red 

Type  Reflection 

Di ffuse 

Sample 

Disuse  Standard 

Remarks:  Kef,  for 

I-r  without  filter 

Dimensions 

Disc.  ir*i.5cm 

1.75  x  10-7 

Coating 

MgO  #3.  t«imm 

Incident  Light 

I  i  *0 . 004 60 

Reference: 

at  i*0*.  r=45“ 

Adj.  Ref.  for  Ij 

1.66  x  10*7 

For  reflected 

liRht  SSESEZUE? 

0 . 00485 

Filter 

0-T.  *656  red _ 

b .  c. 

2 . 1 1—g—ULZ^ _ 

Lamp 

,Y«?1U - 

Ir  adj . 

0.0270  x  10-7 

pDBBEMCESli 

Lamo  Voltage(volts) 

b.c.xl()9(aaps) 

|  l'rxl07(aaps)  (I'r/Ij)xl07 

40° 

0.0520 

5.00 

45° 

0.0485 

4.97 

50° 

0.0461 

4.98 

60“ 

0.0406 

4.98 

70" 

0.034S 

4.9  8 

40“ 

0.0518 

4.98 

2.32 

0.0263 

5.42 

2.32 

0.0245 

5.05 

2.32 

0.0214 

4.41 

2.32 

0.0157 

3.24 

2.32 

2.32 

0.0096 

1.98 
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Function  of  the  Angle  of  Reflection 


f(r).(l'r/l'i)  x  10? 


Record  Number  18 

0 - O  f(r)  Measured 

X - X  f(r)  «  cos  r 


59 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  nuaber 

19 

Incidence 

Type  Reflection 

Di f fuse 

Filter 

Sample 

Remarks : 

Dimensions 

Coating 

i»20  * 


Q.T.  *656  red 
Diilfuac  Standard 
Disc.  2r«2.Scm 
MgQ  *3 .  t»2mm 


Incident  Light 
Ad j .  Ref.  for  Ij 
l'i  (adj.  for  ref.) 


H-0. 00.452 
l-«6  «  IQ'7 

0.00442 


Reference : 

For  reflected  light 

Filter 

b.c. 

Lamp 
I'r  »dj. 


at  i-0*.  r-45* 
-Ii.jlQ.P502  x  10- 


7 


5.00  volts 
0.0262  x  10-7 


r 

IIWIliilTTTil 

Lamo  Voltage(volts) 

b. c.xl09(amps) 

20° 

0.0573 

4.98 

2.45 

0.0316 

7.15 

30° 

0.0542 

5.00 

2.42 

0.0278 

6.29 

40* 

0.0501 

5.01 

2.42 

0.0231 

5.23 

50° 

0.0460 

5.01 

2.42 

0.0191 

4.32 

60* 

0.0403 

5.01 

2.42 

0.0135 

3.05 

70* 

0.0352 

S.01 

2.41 

0.0086 

1.95 

80* 

0.0294 

4.99 

2.41 

0.0034 

0.77 

20* 

0.0573 

5.00 

2.41 

Function  of  the  Angle  of  Reflection 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  nuaber 

_ 24 _ 

Incidence 

Filter 

Type  Reflection 

Diffuse _ 

Sample 

Reearks : 

Dimensions 

Coat ing 

i-40* 

0 .  T  .  <*656  red 
Diffuse  StandaTd 
Disc.  2r«2.Scwi 
MeO  I3 .  t»2mm 


Incident  Light  n.n. 00.352 

Reference:  at  i«0*.  r«45* 

Adj.  Ref.  for  Ii  1>66  x  j  0 -  7 

For  reflected  light  It-o.0500  x  10-? 

I4  (adj .  for  ref.)  g.QQJgJ 

mm 

?lC*  2.31  x  IQ-* 

L«P  4.aa  volts 

1 r  *dJ*  0.0278  x  10-7 

HffTTlilU  1 11  i'll  U II 

b.c.xlO#(aeps)  |  l'rxl07  (amps)  |fl'r/I  j)al07 

0* 

0.0S20 

4.98 

2.38 

0.0268 

7.01 

10° 

0 . OS  14 

4.98 

2.38 

0.0263 

6.88 

20* 

0.0499 

4.98 

2.38 

0.0248 

6.49 

30* 

0.0474 

4.98 

2.38 

0.0225 

5.89 

40* 

0.0450 

4.98 

2.38 

0.0200 

5.23 

SO* 

0.0419 

4.98 

2.38 

0.0171 

4.48 

60" 

0.0375 

4.98 

2.38 

0.0125 

3.27 

70* 

0.0337 

4.98 

2.38 

0.0086 

2.25 

80* 

0.0291 

4.98 

2.38 

0.0038 

0.99 

0* 

0.0520 

4.98 

2.38 

Function  of  the  Angle  of  Reflection 


Record  Nuuber  20 

O - O  f(r)  Measured 

X — — - X  f(r)  ■  cos  r 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Racord  number  21 

Type  Reflection  Pi f fuse 
Remarks : _ 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i-60* 


O.T.  >656  red 
Diffuse  Standard 
Disc.  2r-2.5cm 
MgQ  *3.  t»2«m 


Incident  Light 

Adj.  Ref.  for  Ij 
l\  (adj.  for  ref.] 

I 

1-0. 00230 

Reference : 

For  reflected 

Filter 

b.c. 

Lamp 

I  r  “»j. 

at  i-0* 

^  r-45* 

1 

.66  x  10-7 

HRftt  It.-0.QS35  x  10-7 

1  1 

.00243 

O.T.  *656  red 

2-70  «  10-a 

5.00  volts 

0.0271  x  10*7 

r  J 

rwnunim 

Lano  Voltage(volts) 

b.c. xl09(amps) 

l'rxl07 (amps)  |( 

l'r/ 1  j)xl07 

-20* 

0.0437 

S.00 

2.69 

-10* 

0.0440 

4.99 

2.69 

0* 

0.0440 

4.98 

2.70 

0.0155 

6.38 

10* 

0.0438 

4.98 

2.70 

0.0155 

6.38 

20* 

0.0430 

4.98 

2.70 

0.0148 

6.09 

30* 

0.0421 

s.oo 

2.70 

0.0132 

5.43 

40* 

0.0410 

5.00 

2.70 

0.0120 

4.94 

SO* 

0.0393 

4.99 

2.70 

0.0108 

4.44 

60* 

0. 0373 

4.99 

2.70 

0.0087 

3.58 

70* 

0.0350 

5.00 

2.70 

0.0055 

2.26 

80* 

0.0319 

4.99 

2.70 

0.0022 

0.91 

-20* 

0.0439 

4.98 

2.70 
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Function  of  the  Angle  of  Reflection  f ( r) * ( I y/ 1  £ )  x  107 


Record  Number  21 
O - 0 


■X 


f(r)  Measured 
f(r)  ■  cos  r 


SPECTROMETER  DATA 


I 

I 

I 


Contract  AF  33 (65 7) -9014 


Record  number 

22 

Incidence 

i-80* 

Filter 

6.T,  *654  red 

Type  Reflection 

Diffuse 

Sanple 

Diffuse  Standard 

Renarks : 

Dimensions 

Disc,  ir»2 . Sea 

Coating 

MbO  #3.  t*2nn 

0.0317 

S.00 

2.70 

0.0048 

5.60 

0.0322 

4.99 

2.70 

0.0056 

6.54 

0.0317 

4.99 

2.70 

0.0051 

5.96 

Function  of  the  Angle  of  Reflection  f (rJ-Cl',/!^)  x  107 


Record  Number  22 
O  f(r)  Measured 

X - X  f(r)  *  cos  r 


SPECTROMETER  DATA 


Contract  AF  33  (65  7) -9014 


Racord  nuaber  23 

Typ.  Reflection  Diffuae-Seaclar 

Remarks  :  dHUttli _ 


Incidence 

Filter 

Saaple 

Diaensions 

Coating 


ml _ 

jjgJLfi _ 

Diac.  2r-2.5cm 
White  Paint 


Incident  Light  o. 298 

Adj.  Ref.  for  Ii  1>66  x  10-7 

l'i  (adj.  for  ref.)  q.274 _ 


Reference : 

For  reflected 
F  i  Iter 
b.c. 


Leap 

I'r 


.  at  i-*-0 * .  r»4S  * 
liRht  1.44  x  10-7  — 


None 


1.74-a,  1Q-L 


5. on  vain 


1.3,8..  JL . 10 


-7 


r 

iiwnumiji 

Laao  Voltage(volts) 

□EPTUlijui 

35* 

1.73 

5.00 

1.54 

1.67 

40° 

1.60 

5.00 

1.54 

1.54 

50* 

1.31 

5.00 

1.54 

1.26 

60* 

1.01 

5.00 

1.54 

0.966 

70* 

0 .645 

5.00 

1.62 

0.610 

80* 

0.258 

S.00 

1.62 

0.239 

85° 

0.100 

4.99 

1.62 

0.082 

35* 

1.71 

4.99 
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Function  of  the  Angle  of  Reflection 


f(r).(l'r/li)  x  107 


Record  Nunber  23 

© - ©  f(r)  Measured 

X - X  f(r)  -  cos  r 


69 


SPECTROMETER  DATA 


Contract  AP 

33  (657) >9014 

Record 

nuabar 

24 

Incidence 

i«45* 

Filter 

None 

Type  Reflection 

Diffuae- Specular 

Saapla 

W.P.on  polished 

Remarks 

8  Rafft  for  I<  and 

It  both 

Dimensions 

Disc.  2r-2.!>cm 

compared  to  full 

beam  ref 

Coating 

White  Paint 

Incident  Light 

0.298  cos  45* _ 

Reference : 

at  i-0*.  r-45* 

Ad  j .  Raf.  for  Ii 

1.66  x 

10-7 

For  reflected 

light 

1.42  x  10-7 

Ii  (adj 

.  for  raf. 

1  0.191 

sxcept  at 

Filter 

None _ „ 

i«r 

b.c. 

2.11  x  10-4 

Leap 

5.00  volts 

Ir  adj. 

x  10-7 

*  lJr 

xl07(aaps) 

|  Lamp  Voltage(volts) 

b.c.xlo9(amps) 

I'rxl07(a«ps)|(l'r/Ii)xl07 

-10* 

1.43 

4.98 

2.13 

0* 

1.42 

4.99 

2.13 

1.39 

7.29 

10* 

1.39 

4.99 

2.13 

1.35 

7.08 

20* 

1.33 

4.99 

2.13 

1.29 

6.77 

30* 

1 . 25 

4.98 

2.14 

1.21 

6.35 

40* 

1.64 

4.98 

2.14 

1.61 

8.44 

SO* 

1.79 

4.98 

2.13 

1.76 

9.23 

60* 

0.721 

4.98 

2.13 

0.711 

3.73 

70* 

0 .450 

4.98 

2.13 

0.435 

2.28 

80* 

0.193 

4.98 

2. IS 

0.173 

0.907 

8S  * 

0.083 

4.98 

2.15 

0.060 

0.315 

-10* 

1.39 

4.98 

2.15 

4S*  • 

2.18 

4.98 

2.21 

2.15 

1130. 

•  N.D.  #2 
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Function  of  the  Angle  of  Reflection 


f (r)«(l'r/l'i)  x  107 


Record  Nuaber  24 
®  —  ®  f(r)  Measured 
X-  — -X  f(r)  •  cos  r 


71 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Record  nuaber  25 

Type  Reflection  Diffuse-Specular 
Remarks :  Sample  very  flat.  I.  at  70 
is  0.115  or  1.1S _ 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i»85* 

None 

W.P.on  polisheT’Al 
Disc.  ir»2 . 5cm 
White  Paint  ~ 


Incident  Light 
Adj.  Ref.  for  I* 

Ij  (adj.  for  ref.) 


0.298  cos  85* 
1.66  x  IQ'7 
0.0228  excent  at 


i*r 


1 1 r x  1 0 7 (amps) I  Lamp  Voltage(volts) 


Reference : 

For  reflected  light 
Filter 


b .  c. 

Lamp 

I'r  ■dj. 


at  i«0* 
1.38  x 


.  r  »  4  5  * 
10=7 - 


None 

2-16  a  10-3 
5.00  YBlU 
1.52  X...10-7 


. c.»109(amps)  l/rxl07(amps)  |(l y/ 1 g)xl 07 


0" 

0.0880 

4.99 

2.15 

0.0664 

2.91 

10° 

O.C872 

4.99 

2.15 

0.0657 

2.88 

20® 

0.0850 

4.99 

2.15 

0.0635 

2.79 

30" 

0 . 0815 

4.99 

2.15 

0.0602 

2.64 

40® 

0.0770 

4.98 

2.15 

0.0553 

2.43 

SO® 

0.0735 

4.98 

2.15 

0.0513 

2.25 

60" 

0.0770 

4.98 

2.15 

0.0543 

2.38 

70® 

0.115 

4.98 

2.15 

0.091 

3.99 

80® 

1.70 

4.98 

2.15 

1.66 

72.8 

0® 

0.0880 

4.98 

2.17 

0.0664 

2.91 

85®  ® 

12.5 

4.98 

2.21 

12.4 

54,400 

*  N.D.  #2 
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Function  of  the  Angle  of  Reflection 


f(r).{l'r/Ii)  x  107 


Record  Nunber  2S 

©—■— ©  f(r)  Measured 


73 


SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Racord  nuaber 


Type  Reflection  Pi f fuse 
Remarks  :  Not  normal iicd. on  1 v  d.c. 
subtracted. 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i»0* 

h'r  ^47  blue 
Front  surface  mi rror 
2.8  x  1.7«4.76cm2 
MgO  \ 1 ,  t»0 .5  mm 


Incident  Light 

Adj.  Ref.  for  Ii 

Ij  (adj.  for  ref.) 

No.  ref. 

Reference : 

For  reflected 

Filter 

b.c. 

Lamp 

I'r 

None 

light 

-2U 

Irxl07 (amps) 

Lamo  Volt age(volts) 

b.c.xl09(aaps) | 

I'rxl07(amps)  |p'r/Z|)xlo7 

35° 

0.87 

S  .0 

2.00 

0.85 

40° 

0.80 

s.o 

2.00 

0.78 

4S° 

0.73 

5.0 

2.00 

0.71 

SO* 

0.6S 

S.O 

2.00 

0.63 

60* 

0.48 

5.0 

2.00 

0.46 

70° 

0.31 

5.0 

2.00 

0.29 

80* 

0.15 

5.0 

2.00 

0.13 

85* 

0 . 085 

5.0 

2.00 

0.065 

-40° 

0.85 

5.0 

1.87 

0.83 

-SO* 

0.71 

5.0 

1.85 

0.69 

-60* 

0.54 

5.0 

1.85 

0.52 

-70* 

0.35 

5.0 

1.83 

0.33 

-80* 

0.17 

5.0 

1.83 

0.15 

-85* 

0.087 

5.0 

1.83 

0.069 
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I 

i: 


Function  of  th«  Anglo  of  Reflection 


fCrJ-d'j/l'i)  x  107 


SPECTROMETER  DATA 


Contract  AF  33 (657) -9014 


Record  nuaber 


M. 


Type  Reflection  ih 

Reatrks:  Nnt  norm. i  i . nn l  v  h.c 

subtracted 


Incidence 

Filter 

Staple 

Diaensions 

Coating 


isu: _ 

MI  JLil _ 

Front  «urftce  airror 
2.S  a  1.7.4.76CB2 
MeQ_»l.  t .0 . 5aa 


Incident  Light  Nn 

Reference:  None 

Adj.  Ref.  for  IA  . . . 

For  reflected  light 

Ii  (adj.  for  ref.) 

Fi  Iter 

D.C. 

Laap 

I'r  »dj. 

r  1 Irxl07(aapa)  Lean  Voltage (volts) 

b.c.xl09(aape)  l'rxl07(aaps) 

(rr/Ij)«107 

IS* 

1.02 

5.0 

1.77 

1.00 

20* 

1.08 

5.0 

1.77 

1.06 

25* 

0.93 

5.0 

1.77 

0.91 

30* 

0.88 

5.0 

1.75 

0.86 

40° 

0.76 

5.0 

1.75 

0.74 

SO* 

0.63 

5.0 

1.75 

0.61 

60* 

0.48 

5.0 

1.75 

0.46 

70* 

0.32 

5.0 

1.75 

0.30 

80° 

0.16 

5.0 

1.75 

0.14 

85* 

0.085 

5.0 

1.75 

0.067 
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Function  of  the  Angle  of  Reflection 


Record  Number  30 
© - © 


X- 


f(r)  Measured 
f(r)  »  cos  r 


SPECTROMETER  DATA 


Contract  AF  53(657)- 9014 


Record  nuaber 

SI 

Incidence 

i»45  * 

Typa 

Reflection 

ni _ 

Filter 

Saaple 

Mr 

Front  surface  nirror 

Roaarks  !  Not  rnimHml.  inly  A  .  e  _ 

Dinensions 

2.8  x  1 . 7»4 . 76c»2 

tiihtmiid _ 

Coating 

MpQ  # 1 .  t ■ Q. Sii 

Incident  Light 

Reference : 

None 

Adj. 

R«f«  for  1} 

For  reflected 
Filter 

ngnt 

Ii  (adj.  for  ref.) 

b.c. 

Laap 

I r  »dJ. 

z 

Irxl07(anps)  | 

Leap  Voltage(voltt) 

b.e.xloF(aapa) 

rrxl07(aapa)  Ifli/IjJxlO7 

-10* 

0.755 

5.0 

1.90 

0.736 

-5* 

0.765 

5.0 

1.95 

0.745 

0* 

0.765 

5.0 

1.95 

0.745 

5* 

0.755 

5.0 

2.00 

0.735 

10* 

0.750 

S.O 

2.00 

0.730 

20* 

0.710 

5.0 

2.00 

0.690 

30* 

0.660 

S.O 

2.08 

0.639 

40* 

0.585 

S.O 

2.08 

0.564 

45  * 

0.572 

S.O 

2.08 

0.551 

SO* 

0.502 

5.0 

2.14 

0.481 

60* 

0.405 

S.O 

2.14 

0.384 

70* 

0.292 

S.O 

2. IS 

0.271 

80* 

0.168 

S.O 

2.15 

0.147 

85* 

0.098 

5.0 

2.15 

0.077 

7» 


Function  of  the  Angle  of  Reflection 


f(r).(l'r/l'i)  x  107 


Record  Number  31 


@ - 0  f(r)  Measured 

X - X  f(r )  ■  cos  r 


I 

I 

I 

I 

I 

I 

I 

I 

I 


SPECTROMETER  DATA 


Contract  AF  33(6S7)-9014 


Record  nuaber  32  * 

Typo  Reflection  Pi ffuse 
Reatrkti  Not  normalized. only  d.c, 
subtracted _ 


Incidence 

Filter 

Sample 

Dimensions 

Coating 


i»60* _ 

tor  *4^  blue  ~ 
Front  surface  mirror 
2.8  x  1~7»4. 7ffcln2 
MgO  <1,  t’O.SaT 


Incident  Light  No  ref. 

Reference:  None 

Adj.  Ref.  for  Ii 

ror  reflected  light 

I{  (adj .  for  ref.) 

Miter  -m  u  .  ™._ 

D.C. 

Laap 

I'r  •‘‘j. 

r  I rxl07 (amps)  Loan  Voltage(volts) 

b.c.xloF(aaps)  l'rxl07(aaps) 

(l'r/I  j)xl07 

0* 

.535 

5.0 

2.00 

0.515 

♦  5* 

.530 

5.0 

2.05 

0.509 

10" 

.528 

5.0 

2.10 

0.507 

20* 

.510 

5.0 

2.10 

0.489 

30* 

.485 

5.0 

2.10 

0.464 

40* 

.448 

5.0 

2.10 

0.427 

50* 

.407 

5.0 

2.06 

0.386 

SS* 

.381 

S.O 

2.06 

0.360 

60* 

.358 

5.0 

2.06 

0.337 

65* 

.321 

5.0 

2.06 

0.300 

70* 

.283 

5.0 

2.03 

0.263 

80* 

.183 

S.O 

2.03 

0.163 

85* 

.112 

5.0 

2.03 

0.092 
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Type  Reflection  in  _ 

Reearka  :  Not  norma  1  i  za<lf  nn  1  v  ri.r 

■aub.ua.ae.d _ 


Incidence 

Filter 

Staple 

Diaensions 

Coating 


i--20° _ 

Wr  *47  blue 
Front  surface  mirror 
2.8  x  1.7.4.76c»2 
■Mefl  *2.  t.laa 


Incident  Light  ref. 

Reference:  NonR 

AO) .  Ref.  for  Ij 

For  reflected  light 

Ii  (adj.  for  ref.) 

Filter 

b.c. 

Leap 

I'r  •‘‘I- 

r  | Irxl07(aapa) | Lean  Voltage (volt*) 

b.c.xl09(aap*)  l'rxl0?  (aap») 

fl'r/li)xl07 

15* 

0.9  70 

5.0 

2.53 

0.945 

20° 

0.940 

5.0 

2.53 

0.915 

25° 

0.900 

5.0 

2.53 

0.875 

30° 

0.840 

5.0 

2.53 

0.815 

40* 

0.735 

5.0 

2.53 

0.710 

50° 

0.600 

5.0 

2.53 

0.575 

60° 

0.458 

5.0 

2.53 

0.433 

70' 

0.308 

5.0 

2.53 

0.283 

80° 

0.161 

5.0 

2.53 

0.136 

85* 

0.091 

5.0 

2.53 

0.066 
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SPECTROMETER  DATA 


Contract  AF 

33(657)-9014 

Record  number 

26 

Incidence 

i«r 

Filter 

ND  #2 

Type  Reflection 

Sample 

W.P.  on  noli shed 

Remarks:  Full  h... 

Dimensions 

Disc-  2r«2.5cn 

•3.96  x  10-7 

Coating 

White  Paint 

Incident  Light 

0.298  f co s  n 

Refe rence : 

at i-0*.  r.4S* 

Adj.  Ref.  for  Ii 

1.66  x  10*7 

For  reflected 

1-37  x  10-7 

l'i  (adj.  for  ref.) 

0.00268  ( cos  il 

Filter 

None _ 

b.c. 

2-18  »  10-a 

Lamp 

4.98  volts 

Ir  adj. 

1.35  x  10-7 

r  | Irxl07(amps) 

Lamn  Voltage(volts) 

b.c.xl09(amps) 

j  l'rxl07(amps)  |fl y/ I^)xl07 

60*  3.97  4.98  2.20  3.93  2930. 

17.5*  l.SO  4.98  2.20  1.46  S70. 


Reference:  full  beam  with  filters  ND  #2,  #3,  #1 

180*  3.60  4.98  2.19  3.56 
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SPECTROMETER  DATA 


Contract  AF  33(657)-9014 


Racord  nuabtr  27 

Type  Raflaction  Specular 
Reaarks:  i„  Ref.  high.  1,/lV  arobably 
slightly  hither  than  Shown  .  _ 


Incidence 

Filter 

Sanple 

Dimensions 

Coating 


Incident  Light  0.298  cos  1 

Adj.  Ref.  for  Ii  1.66  x  10~7 
l"i  •  for  o  nn.tai  ia 


Reference : 

For  reflected  light 

Filter 

b.c. 


111. 


ND  «2_ 


W.p.nn  polished  AL 
2r-2.Sc» 

white  Paint - 


11  It  W 

™  X  10-7 


*2, 


"FT 


^xnJ^eZpsT  Laap  Voltage  (volts) 


17.5* 

1.30 

4.99 

2. 35 

1.25 

342. 

4S  * 

1.54 

4.99 

2.35 

1.48 

546. 

85* 

8.00 

4.99 

2.35 

7.85 

23,500 

SS 
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Record  nuaber  28  Incidence 

— -  Filtar 

Type  Reflection  smeulir  Saaple 

Reaarkt ;  Hieh  polish  but  set  opUciIIv  Diaensions 
flit _ ________  Coating 


isfs 


SOI 


Incident  Light  0.298  foot  n 

Adj.  Ref.  for  Ii  166  x  jo-7 

milt'1"**4  “l",,  >  r-*r  " 

I'i  Cadj.  for  raf.)  s  »  10-5  (cat  n 

filt#r  *M2?  Tt  i| — 

!£  *3  i.  *  1 

17. S* 

0.189 

4.99 

2.33 

0.16S 

45* 

0.13S 

4.98 

2.34 

0.111 

60* 

0.108 

4.98 

2.3S 

0.084 

85* 

0.0S14 

4.98 

2.35 

0.0244 

•  Error 

in  B.G, 

off  shaft 

5770. 
S240. 
5600  * 
9350  * 


06 


